Routine linear accelerator calibration measurements and reports logged and generated by the treatment recording and verification computer.
A system is described for recording weekly calibration results for both photon and electron beams for two linear accelerators. The system accommodates all possible combinations of electrometers and ion chambers that can be used in the calibration procedures. The calibration data and dosimetric constants for the instrumentation are password protected with privileged access to make changes only available to the physicist manager of the therapy QA program.